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ABSTRACT 

Xo The* use of regular pen light cells as bias batteries in the 

Radio Test Set ^M/PRII-1 has proven to have sane limitations for nee 

In the fielda 

?« tlth the development of the mercury cell to a commercial 

level, a possible solution to the problem was evolvede The following 

charaoteristies of the Mercury cell were believed to make them more 

applicable for this use than the conventional pen lite cello 

a« High ratio of energy to volume and weighto 

b. Long shelf life. 

e« Leak proof And dimensimally stable construction* 

d. Uniform discharge characteristics* 

e. Ho need for recuperation periods* 

f• Constant potential, 

g. Resistant to impact and acceleration. 
v 

3* The investigation discussed in this report pertains only to 

the adaptability of 1.3 volt mercury battery cells as replacements for 

pen lit* batteries BT 101 and BT 102 in the Kadio Test Set AH/PRH-1. 



PART I 

Purpose 

The purpose of this Investigation was to determine the realignment 

procedures and changes in circuitry, it any, necessary when the 

conventieual pen lite cells are replaced by mercury cells* 

Procedure 

1« Fresh pen lite cells were installed in a Radio Test Set 

AV/PRH-1 and the instrument was completely aligned ind calibrated. 

The following quantities were observed and recorded! 

a.» Calibration settings* 

b. Internal Noise (Q*P.) 

Co 'field Intensity to Quasi-Peak ratio* 

d. Quasi-Peak tc Penk ratio* 

e* Meter tracking* 

2* The conventional pen lite cells were then replaced by the 

mercury cells* To do this, no re-working or otherwise altering of 

the holding bracket or circuit was necessary* The polarity of the 

mercury cells had to be closely observed, however, for the outer case 

is the positive electrode xtvi  the center pin the negative electrode* 

The following descrepencies were noted In the operation of the 

instruments 

a* The meter aero shifted* 

b. Calibration settings changed slightly* 

Co Internal noise remained the same* 

d* Field intensity to quasi-peak ratio remained the same* 

e« Quasi-Pejrtc to Peak ratio remained the same* 

f• Meter tracking changed slightly* 
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3« With the mercury cells instilled for batteries BT 101 and BT 

102, the instrument was completely realigned and re-calibrated 0 Ths 

following was observed* 

a0 Calibration settings returned to practically the same values 

as they were before the mercury cells were installed« 

b. The internal noise was reduced slightly at some frequencies, 

however not sufficiently enough to relate directly to the 

mercury cells« 

Co All other functions performed satisfactorily*. 

Discussion 

1, The condition of increased internal noise that occurs when the 

ccnvsnticnal pen lite cells are used for too long a period will 

probably be minimised by using mercury cells because of their long 

&helf life and even voltage characteristics, 

2, Realignment and re-calibration are necessary when the 

conventional pen lite cells are replaced with mercury cells for the 

load voltage of mercury cells in approximately 1«3 volts as compared 

to 1»5 volts of the pen lite cells.. Since these batteries (BT 101 

and BT 102) serve as bias for the first I? stage and for the VTTli 

«ero adjust, changes in voltage will cause discrepencies in the 

circuit« Changes in bias cause the meter tracking to change and meter 

sero will shift. Poor meter tracking results in increased levels of 

internal noise* 

Conclusions 

1* No circuit or components changes were necessary to install 

£&.& llaliory and company type HM»502 ltercury Cells0 The cells have 

tlis same dimensions as conventional pen lite colls (Fig-ire 1) and 
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are rated at 2UQ0 milllamp hours» 

20 The radio Teat Set AK/PR1M. will function when the conventional 

pen lite cells (BT-101 and BT 102) are replaced with mercury cells, 

but for the bast and most accurate operation, the instrument should be 

realigned and re-cilibrated. 

PART II 

Program for Next Interval 

Investigations will continue on this problem and the feasibility 

of using aercury cells for the minus 9 volts bias will be evaluated* 

Also, the perforaaiip* of the instrument with the mercury cells installed 

will be checked at intervals until the instrument no longer performs 

satisfactorily due to failure of the cells• 
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